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Acceptance testing and quality control of video and laser cameras is relatively simple, especially with the use of the SMPTE test pattern. Photographic quality control is essential if one wishes to be able to maintain the quality of video and laser cameras. In addition, photographic quality control must be carried out with the film used clinically in the video and laser cameras, and with a sensitometer producing a light spectrum similar to that of the video or laser camera. Before the end of the warranty period a second acceptance test should be carried out. At this time the camera should produce the same results as noted during the initial acceptance test. With the appropriate acceptance and quality control the video and laser cameras should produce quality images throughout the life of the equipment.